The VCU-pot: a new device for voiding cystourethrography.
We developed a new device, the VCU-pot, for use during voiding cystourethrography. The gourd-shaped chamber urinal, made of vinyl chloride sheets, is placed between the thighs of the patient and suspended from the shoulders with cords. The device relieves patient embarrassment, allows freedom of movement, and is convenient and inexpensive.